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: * SREATH ALCOHOL PROGRA ;1
875, MISSOUR! DEPARTMENT OF HEALTH :
Y%A STATE PUBLIC HEALTH LABORATORY JUN =3 2008
7 CMI INTOX!LYZER §000 MAINTENANCE REPORT

P

Iall
uuu\r J],J‘“_ ftl,n\ rﬁlt 1
Complete this report in dupllcate at the time of the regitlar monthly prevemwa maintenance check, and whenevar inafiu ent

is repaired. S8and copy to Deparimeqt of Health; Retain original in department file,

|INTOXILYZER 5000 8N . DATE Ofi INSPECTION
§6-002673°7 LAKE Widwgngy PO 06-63-09

LOCATION OF INSTKGMENT {STAEET ARD GITY) — . TIME OF INSPECTIDN

100 _(AkE LoTavady OO LOKE LOT:AM], MO Ve

CHECKUST

Plage a chegk (v') to the |eft of aach itestr If found to be satistactory gr if operating within established lmits. {Write in observed
values where dstermined.) Unchecker i é n§ must be corrected beforg using instrument,
DVM TEST: (.360 +; .150) ¢

B DIAGNOSTIC CHECK (PRINTOUT ATTACHED) QK

X CHARACTER DispLAY TEST _ OfK

S PRINT TEST (PRINTOUT ATTAGHED) Ok

A TIME AND DATE QK

-~
A CALIBRATION CHECK —

Run three tests using a standard solution. Al three tests must be within & 5% of the standard value and must
have a apread of .005 or less, Check lhe box corresponding to the standard solution being vsed, (USE CAL. CHECK
MODE) (PRINTOUT ATTACHED)
E’ 0.100% STANDARD — MUST READ BETWEEN 0.095% AND 0,105% INCLUSIVE

£1 0.040% STANDARD — MUST READ BETWEGN 0.038% AND 0.042% INCLUSIVE

(ONLY ONE STANDARD S TO AE USED PER MAINTENANCE REPORT)

TESTI O 0T ' ESTZ O, D78 TEST3 ™ ,Df?
(= SIMULATOR TEMPERATURE (34° & .2°C) 3Y'°¢
5% PERFORM RFI TEST (PRINTOUT ATTACHED) QK.

NUMBER OF REFLISALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF SUBJECT BREATH 'T‘ESTS IN EAGH
RANGE AS FOLLOWS: (DO NOT INCLUDE S$IMULATOR TESTS) ,

REFUSALS [ lo-0a O 0500 O 1014 Q |1B-18 T o |ovaras -y

List any new party and desoribe any alteration or modilleation that was made o restore the Instrument to operate satisfactorlly and within
established limits {use othar side if necassary).
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®
@é GUTH LABORATORIES, INC.

530 NORTH 67th STREET _® HARRISBURQ, PA 17111- 4311 ® TELEPHONE: 747-534-5470

CERTIFICATE OF ANALYSIS
Certified Aloohol Reference Solution for Simulator

Random Samples of Lot Number 08400 of
Alcohol Reference Solution for Simulator were analyzed by
gas'chromatpgraphy and fouﬁd to contain 0.1204 percent
(w/vol) cthyl alcohol. The expiration date for this lot
number is December 8, 2009 at 11:59 PM.

When used in a calibrated Simulafor, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.10 percent BAC.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Paulecy, President
GUTH LABORATORIES, INC.
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE i

CHRISTOPHER FHAWKINS

is herei:y authorized 1o Instruct and supervise operators, train Ineiructors, Inspect,
calibrate, perform figld repairs, and operate the following breath analyzer{s):

INTOXIL.YZER 5000

for the determination of the alcohollc content of blood from & sample of explred {(elveolar)
air. (ssued under the provislons of sections 577.020 through 677.041, RSMo 1988,

12/10/08 olen. } Wathumis it

Date 1ranian al Riata Dalin Hrnllh Labaratow
820325
Numb

" I3/10/2010

Expirod ,. . Diraalary, Dapartmont of Health
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